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Abstract Preoperative templating is an important part of
a THA. The ability to accurately determine magniﬁcation
of the hip on the radiograph and apply identical magniﬁ-
cation to the radiograph and template will improve
accuracy of preoperative templating of THA. We designed
a templating method using a new way of determining the
hip magniﬁcation with a linear relationship between mag-
niﬁcation of the hip and the reference object on top of the
pubis symphysis; the relationship was determined on 50
radiographs. We then compared our method with two other
templating methods: an analog method assuming an aver-
age hip magniﬁcation of 15% and a digital method
determining the hip magniﬁcation with a one-to-one rela-
tionship between the reference object and the hip. All
methods were reproducible. Uniform undersizing occurred
when templating with the digital method based on the one-
to-one relationship; the analog method best predicted the
implanted prosthesis size, closely followed by our new
digital templating method; the new method will be par-
ticularly applicable for preoperative THA when analog
methods are replaced by digital methods.
Introduction
Preoperative templating forms an important part of THA to
determine the size of the prosthesis and position of the
center of rotation of the hip before surgery. Accurate pre-
operative planning improves the procedure’s precision [1,
16], shortens its duration [1, 22], and reduces the incidence
of prosthesis loosening [13, 19], and loss of bone stock [13,
14, 19] among other complications (eg, instability, limb-
length differences, periprosthetic fractures) [4, 7, 8, 11, 13,
17, 21, 23, 25, 30, 32]. The inability to accurately deter-
mine magniﬁcation of the radiograph is one of the main
problems in hard-copy radiograph templating of THA
because analog templates with standard magniﬁcations do
not allow for compensation of any deviation in the mag-
niﬁcation of the hard-copy radiograph. In digital
radiograph templating, the template and radiograph can be
scaled to obtain identical magniﬁcations. However, that
presumes knowledge of the appropriate scaling. The ability
to accurately determine the magniﬁcation of the hip on the
radiograph and to apply identical magniﬁcation to the
radiograph and template will improve accuracy of preop-
erative templating of THA.
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DOI 10.1007/s11999-008-0486-yOne study to assess scaling used an object of known size
(reference object) placed adjacent to the hip to determine
the hip magniﬁcation [12]. When properly placed, the
magniﬁcation of the reference object represented the
magniﬁcation of the hip (one-to-one relationship) and
thereby enabled accurate preoperative templating. The
method required the reference object to be properly placed
at the same distance from the detector as the center of
rotation of the hip. Alternative methods for correcting for
magniﬁcation, including using a line as a magniﬁcation
reference [20], using coins placed at various positions [20,
31] as a magniﬁcation reference, using software to template
digital radiographs [6, 26], or using software to template
CT data have been described [29]. Limitations of these
methods include proper placement of the object (exact
similar anteroposterior [AP] position as the hip) and
absence of an accurate description of the magniﬁcation
relationship between the reference object and the hip,
which is assumed to be one-to-one. To continue using the
same imaging modality (radiography) and obtaining
appropriate scaling, this relationship should be determined.
We ﬁrst established the relationship between the mag-
niﬁcation of the reference object on the pubis symphysis
and the hip magniﬁcation. Next, we devised a new method
of templating, using the relationship between magniﬁcation
of the reference object placed at the pubis symphysis and
the center of rotation of the hip to accurately determine the
magniﬁcation of the hip. We then asked whether our new
method would be superior (percentages of exact or ± 1 size
used) to an analog templating method assuming an average
magniﬁcation of the hip of 15% and the most frequently
used digital method based on a one-to-one relationship for
cemented and uncemented prostheses. We also asked
whether these three methods would be reproducible, and
whether the reproducibility differed between cemented and
uncemented prostheses.
Materials and Methods
Our study consisted of two parts. In the ﬁrst part of the
study, we determined the relationship between magniﬁca-
tion of a reference object placed on top of the pubic
symphysis and magniﬁcation of the hip on AP pelvic
radiographs. In the second part we determined which of
three methods (one analog hard-copy templating method
and two digital templating methods) was the most accurate
templating method and if the methods were reproducible.
We made these assessments for cemented and uncemented
prostheses.
To determine the relationship between magniﬁcations of
the hip and the reference object, we initially included 56
patients in a retrospective analysis. We included patients in
whom THA was performed by or under the supervision of
one of the authors (JBAvM) from December 2005 to
August 2006, with a prosthetic head diameter of 28 mm, a
postsurgery AP pelvic radiograph with a reference object at
the pubis symphysis, and a known prosthesis head size. Six
of the 56 patients were excluded because the implanted
prosthesis was a Metasul
1 (Zimmer, Ltd, Swindon, UK)
THA. The metal-on-metal construction of this type makes
it impossible to obtain adequate measurement of the
diameter of the prosthetic head on a radiograph. The
patient group then consisted of 50 patients (36 females, 14
males) between 49 and 87 years of age.
Because the reference object and the hip usually are not
at the same distance from the detector, scaling one-to-one
using a reference object is incorrect unless a correction
factor is used. To determine the relationship between
magniﬁcation of the hip and magniﬁcation of the reference
object placed on the pubic symphysis, we measured the
diameters of the prosthetic head and the reference object on
the postsurgery digital AP pelvic radiographs with
Agfa Web1000
TM software (Agfa Healthcare, Mortsel,
Belgium). The measured diameters were divided by the
object’s real diameter (10 mm for the reference object,
28 mm for the prosthetic head) to determine the magniﬁ-
cation and the results recorded.
The relationship between magniﬁcation of the hip and
reference object was estimated with a linear ﬁt performed
in SPSS
1 for Windows
1 (SPSS Inc, Chicago, IL). Cor-
relation/regression analysis was performed with the linear
regression function in the same program. Correlation
strength and signiﬁcance were calculated and determined
according to Cohen [5] (small, 0.10\R\0.29; medium,
0.30\R\0.49; large, 0.49\R\1.00).
To compare and determine the most accurate templating
method, we retrospectively identiﬁed 33 patients between
50 and 83 years of age. The study group consisted of 16
uncemented THAs (10 females, six males) and 17
cemented THAs (14 females, three males). We included
patients in whom THA was performed by or under the
supervision of one of the authors (JBAvM) from December
2005 to October 2006, with a presurgery AP pelvic
radiograph with a reference object at the pubic symphysis
and a known prosthesis size.
The AP pelvic radiographs were generated with a 100-
cm source-detector distance, the patient in the supine
position, and focus on the patient’s midline, the pelvis, and
as much of the femur as possible included. The digital
radiograph was stored in the hospital’s Picture Archiving
and Communications System and printed for use in analog
hard-copy templating. The reference object was a massive
metal sphere with a diameter of 10 mm and was positioned
at the pubic symphysis of the patient. For a cemented
prosthesis, the M.E. Mu ¨ller
TM Straight Stem (Zimmer, Ltd;
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123standard or lateral; ﬁve sizes, 7.5–17.5) was used in com-
bination with a Mu ¨ller
TM Low Proﬁle Cup (Zimmer, Ltd;
13 sizes, 40–64). For an uncemented prosthesis, the CLS
1
Spotorno
TM Stem (Zimmer, Ltd; CCD angle, 135 or 145;
11 sizes, 6–17.5) was used in combination with the
Fitmore
TM Shell with stabilization ﬁns with a Fitec
polyethylene insert (Zimmer, Ltd; 13 sizes, 40–64). The
largest possible prosthesis was chosen within the cortical
edges of the femur and the acetabulum.
Analog hard-copy templating was performed using
transparent sheets on which the contours of the prosthesis
were depicted. The magniﬁcation of the templates is 15%
as provided by the prostheses manufacturer (Zimmer, Ltd).
The hard-copy radiograph was overlaid with the template
and the prosthesis sizes were determined for femoral and
acetabular components. All surgeries were preceded by
preoperative templating according to the analog hard-copy
templating method.
Digital Method 1 was performed with IMPAX
TM ES
Orthopaedic Application planning software (Agfa Health-
care). Preliminary to digital templating, we determined
magniﬁcation of the hip by ascertaining the magniﬁcation
of the reference object. First, a circle was positioned
(integrated in the software) indicating the edges of the
reference object. Next, the diameter of the reference object
was given and the radiograph was automatically scaled to
the magniﬁcation of the templates (also integrated in the
software). Templating was performed and the implant sizes
recorded.
Digital Method 2 was performed identical to Digital
Method 1 except for scaling of the radiograph. Instead of
using the diameter of the reference object, the diameter of
the reference object was measured on the radiograph and
used for correction for the difference in object-detector
distance between patients by using the linear relationship
between magniﬁcation of the reference object and the hip
(found in Part 1 of the study). The corrected reference
object diameter was used as the input when scaling the
radiograph to the magniﬁcation of the templates. Tem-
plating then was performed and the results were recorded.
Templating was performed independently by two ortho-
paedic surgeons (JBAvM, RPAJ) and two orthopaedic
residents (AMRPL, KEdK) to obtain information regarding
interobserver variability. Each rater templated all 33 cases
with the three methods described previously to obtain
information regarding the method accuracy and interob-
server variability. Two of the authors (JBAvM, an
experienced orthopaedic surgeon, and AMRPL, an ortho-
paedic resident) templated the 16 uncemented THAs a
secondtime to determine intraobserver variability. All cases
were unknown to all raters, and raters were blinded to the
results of the previously performed templating and the
implanted prosthesis sizes. Interobserver and intraobserver
variability were determined by an intraclass correlation
(ICC) calculated with the online statistical tool of Mater
Research Support Centre [18]. According to this reference,
ICC can beinterpretedas: 0to0.2 indicates pooragreement;
0.3 to 0.4 indicates fair agreement; 0.5 to 0.6 indicates
moderate agreement; 0.7 to 0.8 indicates strong agreement;
and greater than 0.8 indicates almost perfect agreement.
The literature suggests a ± 1 size estimation of the
prosthesis size is adequate for a templating method [1, 3, 6,
9, 10, 16, 27, 30]. We therefore based our interpretations of
appropriate sizes on a ± 1 size.
The templating results were categorized as either exact
planned results or ± 1 size planned results. Templated
prostheses sizes were plotted in a histogram accompanied
by the normal distribution curve generated in SPSS
1 for
Windows
1 (SPSS Inc). Histogram frequency plots with
normal distribution curves were generated to illustrate the
shape, center, and spread of the distribution of the obtained
templating results.
Results
The relationship between magniﬁcation of the reference
object (Mreference object) and the hip (Mhip) differs from a
one-to-one relationship (Fig. 1) and is given by
Fig. 1 Hip magniﬁcation is correlated with reference object magni-
ﬁcation (R = 0.735; p\0.001) in a data set of 50 relationships. The
circles indicate the individual relationships between hip magniﬁcation
and reference object magniﬁcation; the line indicates the correlation
between the two.
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tions of the reference object correlated (R = 0.735;
p\0.001) with those of the hip.
For all prostheses, Digital Method 1 resulted in the
lowest percentage of exact planned cases for both com-
ponents (total). The trend that can be observed is an
undersizing when templating with Digital Method 1 and
(almost) correct planning when using the analog method or
Digital Method 2 (Fig. 2). For the cemented prostheses, the
highest percentages of exact planned and of ± 1 size
planned cases were achieved by the analog method for
femoral and acetabular components. However, for the
acetabular component, we observed a substantial difference
between the observers (Table 1). For uncemented
prostheses, the highest percentages of exact planned cases
(total) were obtained with Digital Method 2 when tem-
plating femoral components (Table 2). For acetabular
components, the highest percentage of exact planned cases
(total) was obtained with the analog method.
All methods provided adequate intraobserver agreement
(ICC values 0.7 or greater) (Table 3). The experienced
orthopaedic surgeon and the less experienced resident
achieved substantialagreementforintraobservervariability,
indicating good reproducible results. ICC values for inter-
observer variability among the four raters for the analog
method and Digital Method 2 were 0.6 or greater; Digital
Method 1 was less reliable with ICC values less than 0.6 for
interobservervariability(Table 4).Thetemplatingresultsof
Fig. 2A–D Histograms and corresponding normal curves of the
templating results (Gaussian curves using the mean and standard
deviation) show the accuracy of all methods on all types of prostheses
components. The data are shown per component: (A) uncemented
femoral prosthesis component; (B) cemented femoral prosthesis
component; (C) uncemented acetabular prosthesis component; and
(D) cemented acetabular prosthesis component. The results of all
observers (total) are used, and the methods are numbered 1, 2, and 3
for, respectively, the analog method, Digital Method 1, and Digital
Method 2. A negative value indicates undersizing of the prosthesis
component (the templated prosthesis size is smaller than the
implanted prosthesis size); a positive value indicates oversizing of
the prosthesis component.
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123the greater and lesser experienced observers for Digital
Method 1 and Digital Method 2 had ICC values greater than
0.6 (Table 5), whereas the analog method had lower
reproducibility with values between 0.52 and 0.83 for the
ICC. For Digital Method 1, ICC values for interobserver
variability between two of the observers (Table 5) were
Table 1. Templating results for cemented prosthesis components
Templating method Rater Cemented femoral component Cemented acetabular component
Number of
exact cases
Number of ± 1
size cases
*
Number of
exact cases
Number of ± 1
size cases
*
Total number of cases 17 (100%) 17 (100%) 17 (100%) 17 (100%)
Analog JBAvM 15 (88.2%) 16 (94.1%) 11 (64.7%) 17 (100%)
AMRPL 11 (64.7%) 17 (100%) 4 (23.5%) 10 (58.8%)
RPAJ 12 (70.6%) 16 (94.1%) 6 (35.3%) 17 (100%)
KEdK 14 (82.4%) 17 (100%) 14 (82.4%) 17 (100%)
Total
 52 (76.5%) 66 (97.1%) 35 (51.5%) 61 (89.7%)
Digital 1 JBAvM 1 (5.9%) 10 (58.8%) 1 (5.9%) 6 (35.3%)
AMRPL 0 (0%) 8 (47.1%) 0 (0%) 0 (0%)
RPAJ 3 (17.6%) 9 (52.9%) 0 (0%) 2 (11.8%)
KEdK 1 (5.9%) 11 (64.7%) 9 (52.9%) 17 (100%)
Total
 5 (7.4%) 38 (55.9%) 10 (14.7%) 25 (36.8%)
Digital 2 JBAvM 8 (47.1%) 17 (100%) 7 (41.2%) 14 (82.4%)
AMRPL 1 (5.9%) 14 (82.4%) 7 (41.2%) 15 (88.2%)
RPAJ 8 (47.1%) 17 (100%) 4 (23.5%) 12 (70.6%)
KEdK 5 (29.4%) 16 (94.1%) 7 (41.2%) 14 (82.4%)
Total
 22 (32.4%) 64 (94.1%) 25 (36.8%) 55 (80.9%)
* ± 1 size includes the exact templated cases;
total of all raters.
Table 2. Templating results for uncemented prosthesis components
Templating method Rater Uncemented femoral component Uncemented acetabular component
Number of
exact cases
Number of ± 1
size cases
*
Number of
exact cases
Number of ± 1
size cases
*
Total number of cases 16 (100%) 16 (100%) 16 (100%) 16 (100%)
Analog JBAvM 7 (43.8%) 15 (93.8%) 6 (37.5%) 14 (87.5%)
AMRPL 8 (50.0%) 15 (93.8%) 4 (25.0%) 10 (62.5%)
RPAJ 3 (18.8%) 14 (87.5%) 8 (50.0%) 15 (93.8%)
KEdK 3 (18.8%) 10 (62.5%) 9 (56.3%) 14 (87.5%)
Total
 21 (32.8%) 54 (84.4%) 27 (42.2%) 53 (82.8%)
Digital 1 JBAvM 2 (12.5%) 10 (62.5%) 6 (37.5%) 12 (75.0%)
AMRPL 0 (0.0%) 1 (6.3%) 1 (6.3%) 5 (31.3%)
RPAJ 4 (25.0%) 13 (81.3%) 2 (12.5%) 11 (68.8%)
KEdK 1 (6.3%) 8 (50.0%) 7 (43.8%) 12 (75.0%)
Total
 7 (10.9%) 32 (50.0%) 16 (25.0%) 40 (62.5%)
Digital 2 JBAvM 8 (50.0%) 13 (81.3%) 4 (25.0%) 14 (87.5%)
AMRPL 5 (31.3%) 11 (68.8%) 5 (31.3%) 12 (75.0%)
RPAJ 7 (43.8%) 15 (93.8%) 4 (25.0%) 13 (81.3%)
KEdK 7 (43.8%) 14 (87.5%) 3 (18.8%) 9 (56.3%)
Total
 27 (42.2%) 53 (82.8%) 16 (25.0%) 48 (75.0%)
* ± 1 size includes the exact templated cases;
total of all raters.
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agreementbetweenthesetwoobserversthanamongallfour.
Discussion
Incorrect preoperative templating of a THA might lead to
inappropriate implant size and position [1, 4, 7, 8, 11, 13,
14, 16, 17, 19, 21–23, 25, 30, 32], and revision of the
prosthesis might be needed. Preoperative analog [3, 4, 7, 9–
11, 16, 25, 27, 29], and digital [2, 6, 9, 15, 20, 22, 24, 27–
30] templating methods have been studied. Unfortunately,
none of these digital templating methods has become a
standard method used in clinical application. Given the
importance of correct preoperative templating and the
possibility of correction with digital radiography, we
developed an improved two-dimensional templating
method. In this study, we tried to answer the following
questions: (1) What is the relationship between magniﬁ-
cation of the reference object on the pubis symphysis and
hip magniﬁcation?; (2) How does our method compare
with other investigated methods according to accuracy?;
(3) Are these methods reproducible?; and (4) Are results
different for cemented and uncemented prostheses?
There are some limitations to our study. First, we
assumed the implanted prosthesis was always the optimal
size, which might not have been the case. However, all
methods were compared with these prostheses sizes, and
the inﬂuence of any suboptimal size therefore would be
similar for each method, making it possible to compare the
outcomes of the studies with one another. Second, all
surgeries were preceded by preoperative analog templating.
This might lead to higher correspondence of the analog
method outcome with the implanted prosthesis size in our
study than when preoperative templating was performed
according to any other method or not at all. We believe
preoperative planning is important, and we have used
templating for many years. Therefore, the patients included
in this study had surgery based on the outcome of preop-
erative planning according to the analog method. This
might bias the implanted prosthesis size used as the ref-
erence value in this study. This bias might result in a larger
number of cases showing agreement between templated
and implanted prosthesis size with the analog method. We
considered this possible bias when coming to our conclu-
sions. Third, familiarity with the analog method might lead
to higher reproducibility of the results with the analog
method. The fourth limitation is incomplete blinding of one
of the authors (JBAvM) to all patients. However, given the
substantial agreement between two of the authors (JBAvM,
RPAJ), this would be a small inﬂuence. Our relatively
small sample size is a ﬁfth limitation to the study; larger
study groups might make the outcomes more reliable.
Finally, although we do not see this as a limitation peculiar
to our study, no templating method based on AP radio-
graphs can directly determine the absolute magniﬁcation
(and thus the absolute size of the acetabular component),
although we can correct for a difference in magniﬁcation
caused by a difference in AP positioning between the ref-
erence object and the hip. Templating of the AP position of
a prosthesis is an additional possibility when templating
with Digital Method 2 compared with other templating
methods based on AP radiographs.
We found a linear relationship between magniﬁcation of
the reference object at the pubis symphysis and the hip.
The use of this relationship provides an adequate estimate
of hip magniﬁcation based on the reference object magni-
ﬁcation and therefore was used in the design of Digital
Method 2. This is a new method of magniﬁcation deter-
mination deﬂecting the one-to-one relation used in other
studies [6, 12, 20, 26, 31].
Table 3. ICC values for uncemented prosthesis intraobserver
variability
Rater Prosthesis
component
Method
Analog Digital 1 Digital 2
JBAvM Femoral 0.93 0.81 0.92
Acetabular 0.82 0.94 0.91
AMRPL Femoral 0.85 0.85 0.70
Acetabular 0.77 0.90 0.74
ICC = intraclass correlation coefﬁcient.
Table 4. ICC values for interobserver variability of all four raters
Prosthesis type Prosthesis
component
Method
Analog Digital 1 Digital 2
Cemented Femoral 0.84 0.58 0.72
Acetabular 0.60 0.52 0.68
Uncemented Femoral 0.77 0.59 0.61
Acetabular 0.72 0.84 0.84
ICC = intraclass correlation coefﬁcient.
Table 5. ICC values for interobserver variability of raters JBAvM
and RPAJ
Prosthesis type Prosthesis
component
Method
Analog Digital 1 Digital 2
Cemented Femoral 0.83 1.00 0.71
Acetabular 0.52 0.64 0.76
Uncemented Femoral 0.65 0.74 0.70
Acetabular 0.60 0.89 0.80
ICC = intraclass correlation coefﬁcient.
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centages of cases planned within the range of ± 1 size,
closely followed by Digital Method 2, with a maximal
difference of 8.8% of the cases. Digital Method 1 planned
sizes appeared within the ± 1 size range less often than
sizes planned with the analog method for the same cases.
The difference was at least 20.3% of the total amount of
templated cases (Tables 1, 2), and therefore the least suc-
cessful method was Digital Method 1. Our analog method
data (Tables 1, 2) were comparable to those of other
published studies (Table 6). Our Digital Method 2
(Tables 1, 2) was better in templating femoral components
than other published digital templating methods using
digital radiographs and similar in templating acetabular
components (Table 6). However, direct comparison of the
different studies is difﬁcult, because the possible steps in
the component sizes differ for different types of prostheses;
however, comparison within one study should be reliable.
We found intraobserver variability ICC values similar to
those for other analog and digital planning methods [20].
The ICC values for interobserver variability of Digital
Method 1 and Digital Method 2 were higher than other
published values [20]. ICC values of Digital Method 1 were
lower than those of Digital Method 2, which might be
attributable to the undersizing obtained with Digital Method
1. The determined prosthesis sizes are, on average, much
smaller than usual, making the orthopaedic surgeon doubt
the determined result and automatically, because of expe-
rience with the average prosthesis size, in some cases
choose a larger size. All methods had at least moderate [18]
reproducibility (ICC values greater than 0.5) for interob-
server and intraobserver variability. For the cemented and
the uncemented cases, the analog method was best, closely
followed by our Digital Method 2. The percentages of cases
planned in the ± 1 size range generally were higher for
cemented than for uncemented prostheses because of the
smaller step size between sizes for uncemented prostheses.
Implantations of the prostheses were based on the ana-
log method, and as stated before, this may have biased the
results in favor of the analog method for accuracy, which
could explain the difference in the amount of correctly
planned cases between the analog method and Digital
Method 2. Therefore, we believe the difference obtained
between the analog method and Digital Method 2 is small
and Digital Method 2 is almost as accurate as the analog
method, suggesting our method could be the digital tem-
plating method used when analog templating is replaced by
digital templating.
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